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The following components have been added or changed on all units located at
the Hanford Observatory site relative to the subject drawing (see S/Ns below):

Change R1,R2,R5 &R6 to 25.5k from 10k.  Change R11 & R14 to 24.9k from 10k.  Change R10 & R15 to
127k from 10k.  Change R22 to 2.21k from 2k.  Change R27 to 33.2k from 10k.

Remove U5, LM-336/2.5V.

Add U5, LT1021 w/ pin 2 to +15, pin 4 to GND, & pin 6 to U6A, LT1125 pin 3.

Add 10k resistor btween J8 pin1 and GND.

Add 8.87k resistor between U6A pin 1 and U4B pin 6.

Add 8.87k resistor between U6A pin 1 and U4D pin 15.

Increase the in-loop temperature sensitivity to 338 mV/K from 40mV/K; and increase the
out-of-loop temperature sensitivity to 316mV/K from 10mV/K.
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