
E1100977-v1.xlsD1002476 V1 TEST RESULTS
RF IN J2 LO IN J4

POWER SUPPLY HIGH POWER MONITORS POWER MONITORS
+24 V -24 V +17 V -17 V TP2 TP5 TP6 TP7 TP9 TP11 TP12 TP13 PIN 5 TP12 TP13 TP11 TP6 10 DBM 10 DBM 3 DBM 3 DBM 0 DBM 0 DBM -10 DBM -10 DBM 10 DBM 10 DBM 0 DBM 0 DBM -10 DBM -10 DBM -20 DBM -20 DBM -30 DBM -30 DBM

SERIAL # CURRENT CURRENT CURRENT CURRENT -17V +5V -15V +24V -24V +15V +VREF -VREF U1 & U7 NOISE NOISE NOISE NOISE CH 1 CH 2 CH 1 CH 2 CH 1 CH 2 CH 1 CH 2 CH 1 CH 2 CH 1 CH 1 CH 1 CH 2 CH 1 CH 2 CH 1 CH 2

1000756 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 15 19 16 24 4.74 4.77 4.32 4.30 4.12 4.16 3.52 3.55 5.01 5.15 4.55 4.55 3.96 3.96 3.36 3.35 2.75 2.74

1000757 0.02 0.01 0.33 0.3 -17 5 -15 24 -24 15 10 -10 Y 16 18 19 20 4.76 4.78 4.33 4.34 4.15 4.16 3.54 3.55 5.15 5.17 4.55 4.57 3.96 3.97 3.36 3.36 2.75 2.75

1000758 0.02 0.01 0.33 0.3 -17 5 -15 24 -24 15 10 -10 Y 17 16 17 18 4.76 4.77 4.33 4.33 4.15 4.16 3.54 3.54 5.13 5.16 4.55 4.56 3.94 3.96 3.34 3.36 2.74 2.75

1000759 0.02 0.01 0.33 0.29 -17 5 -15 24 -24 15 10 -10 Y 16 18 17 19 4.77 4.78 4.33 4.35 4.16 4.18 3.55 3.57 5.15 5.14 4.55 4.55 3.95 3.95 3.35 3.35 2.75 2.74

1000760 0.02 0.01 0.33 0.3 -17 5 -15 24 -24 15 10 -10 Y 17 18 19 20 4.77 4.76 4.34 4.33 4.16 4.15 3.54 3.54 5.14 5.11 4.55 4.52 3.95 3.97 3.35 3.33 2.73 2.74

1000761 0.02 0.01 0.33 0.3 -17 5 -15 24 -24 15 10 -10 Y 18 17 16 21 4.75 4.76 4.33 4.33 4.15 4.15 3.54 3.54 5.13 5.15 4.55 4.53 3.95 3.95 3.34 3.34 2.75 2.74

1000762 0.02 0.01 0.33 0.3 -17 5 -15 24 -24 15 10 -10 Y 16 18 19 23 4.75 4.76 4.33 4.33 4.15 4.15 3.54 3.54 5.14 5.14 4.55 4.55 3.96 3.95 3.36 3.35 2.76 2.74

1000763 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 17 18 19 20 4.76 4.76 4.34 4.33 4.16 4.15 3.56 3.54 5.14 5.14 4.56 4.55 3.95 3.96 3.34 3.35 2.72 2.74

1000764 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 18 19 16 20 4.76 4.76 4.33 4.33 4.16 4.15 3.55 3.54 5.15 5.14 4.54 4.55 3.96 3.95 3.33 3.35 2.73 2.74

1000765 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 16 17 18 19 4.76 4.77 4.33 4.34 4.15 4.16 3.54 3.54 5.13 5.13 4.54 4.54 3.95 3.94 3.35 3.33 2.74 2.72

1000766 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 17 18 19 20 4.77 4.77 4.34 4.35 4.17 4.17 3.56 3.56 5.14 5.14 4.54 4.55 3.94 3.96 3.34 3.36 2.72 2.76

1000767 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 16 18 19 22 4.74 4.76 4.32 4.35 4.14 4.15 3.53 3.54 5.12 5.13 4.53 4.54 3.94 3.95 3.34 3.35 2.74 2.73

1000768 0.02 0.01 0.33 0.3 -17.1 5 -15.1 24 -24.1 14.99 9.99 -10.01 Y 18 17 19.9 21 4.78 4.79 4.43 4.35 4.16 4.17 3.52 3.55 5.13 5.14 4.54 4.54 3.95 3.96 3.35 3.36 2.75 2.74

1000769 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 17 16 20 19 4.75 4.75 4.32 4.32 4.14 4.15 3.53 3.54 5.13 5.13 4.54 4.54 3.95 3.95 3.34 3.34 2.74 2.74

1000770 0.02 0.01 0.34 0.3 -17 5 -15 24 -24 15 10 -10 Y 18 12 17 20 4.76 4.77 4.33 4.34 4.15 4.16 3.54 3.55 5.14 5.14 4.55 4.55 3.95 3.95 3.35 3.35 2.74 2.74

RF IN J2
SENSITIVITY CHANNEL 1
-50 DBM -50 DBM PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE OFFSET

SERIAL # CH 1 CH 2 180 OUTPUT 180 CORR 135 OUTPUT 135 CORR 90 OUTPUT 90 CORR 45 OUTPUT 45 CORR 0 OUTPUT 0 CORR -45 OUTPUT -45 CORR -90 OUTPUT -90 CORR -135 OUTPUT -135 CORR -180 OUTPUT -180 CORR SENSITIVITY VOLT

1000756 Y Y -3.93 -4.42 -2.83 -3.32 -1.72 -2.21 -0.600 -1.1 0.497 0.002 1.62 1.13 2.73 2.23 3.84 3.34 4.49 3.99 40.53 0.195

1000757 Y Y -4.2 -4.46 -3.12 -3.39 -1.99 -2.26 -0.857 -1.17 0.270 0 1.4 1.13 2.53 2.26 3.66 3.39 4.52 4.25 35.8 0.270

1000758 Y Y -4.16 -4.44 -3.1 -3.38 -1.94 -2.22 -0.832 -1.11 0.277 -0.004 1.39 1.1 2.5 2.21 3.62 3.33 4.45 4.16 37.3 0.281

1000759 Y Y -4.13 -4.37 -3.04 -3.28 -1.94 -2.26 -0.846 -1.09 0.248 0.002 1.34 1.09 2.44 2.19 3.54 3.29 4.38 4.13 35.8 0.246

1000760 Y Y -4.22 -4.50 -3.1 -3.38 -1.97 -2.25 -0.842 -1.12 0.283 -0.001 1.41 1.12 2.54 2.25 3.67 3.38 4.51 4.22 36 0.284

1000761 Y Y -4.23 -4.51 -3.1 -3.38 -1.97 -2.25 -0.844 -1.12 0.281 0 1.41 1.12 2.54 2.25 3.67 3.38 4.52 4.23 36 0.281

1000762 Y Y -4.27 -4.55 -3.13 -3.41 -1.99 -2.27 -0.856 -1.13 0.281 0 1.42 1.13 2.56 2.27 3.7 3.41 4.56 4.27 36.3 0.281

1000763 Y Y -4.12 -4.39 -3 -3.27 -1.92 -2.19 -0.819 -1.09 0.279 0 1.38 1.10 2.48 2.20 3.58 3.30 4.41 4.13 36.4 0.278

1000764 Y Y -4.18 -4.44 -3 -3.26 -1.96 -2.22 -0.845 -1.11 0.266 0 1.38 1.11 2.5 2.23 3.61 3.34 4.46 4.19 36.4 0.266

1000765 Y Y -4.07 -4.33 -2.99 -3.25 -1.90 -2.16 -0.818 -1.08 0.264 0 1.35 1.08 2.44 2.17 3.52 3.25 4.34 4.07 36.4 0.264

1000766 Y Y -4.17 -4.45 -3.06 -3.34 -1.94 -2.22 -0.828 -1.11 0.285 0 1.4 1.11 2.52 2.23 3.63 3.34 4.46 4.17 36.4 0.286

1000767 Y Y -4.21 4.49 -3.1 -3.38 -1.96 -2.24 -0.836 -1.12 0.285 0.002 1.41 1.12 2.53 2.24 3.66 3.37 4.49 4.20 40.1 0.286

1000768 Y Y -4.16 -4.41 -3.06 -3.31 -1.96 -2.21 -0.845 -1.095 0.258 0 1.36 1.11 2.47 2.22 3.57 3.32 4.41 4.16 40.6 0.258

1000769 Y Y -4.1 -4.37 -2.99 -3.26 -1.89 -2.16 -0.811 -1.08 0.273 0 1.36 1.08 2.45 2.17 3.54 3.26 4.35 4.07 35.9 0.273

1000770 Y Y -4.14 -4.4 -3 -3.26 -1.94 -2.2 -0.836 -1.09 0.262 0 1.36 1.09 2.47 2.2 3.57 3.3 4.4 4.13 36.3 0.263

PHASE DETECTOR
CHANNEL 2
PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE DIFF PHASE OFFSET

SERIAL # 180 OUTPUT 180 CORR 135 OUTPUT 135 CORR 90 OUTPUT 90 CORR 45 OUTPUT 45 CORR 0 OUTPUT 0 CORR -45 OUTPUT -45 CORR -90 OUTPUT -90 CORR -135 OUTPUT -135 CORR -180 OUTPUT -180 CORR SENSITIVITY VOLT

1000756 -4 -4.46 -2.88 -3.34 -1.76 -2.22 -0.642 -1.10 0.460 0 1.59 1.12 2.71 2.24 3.83 3.36 4.52 4.05 40.3 0.461

1000757 -4.25 -4.53 -3.1 -3.38 -1.98 -2.26 -0.852 -1.13 0.279 -0.001 1.41 1.13 2.55 -2.27 3.68 3.4 4.54 4.26 35.8 0.280

1000758 -4.16 -4.44 -3.1 -3.94 -1.94 -2.22 -0.826 -1.11 0.283 -0.001 1.39 1.1 2.51 2.22 3.62 3.33 4.45 4.16 37.1 0.284

1000759 -4.13 -4.37 -3.04 -3.28 -1.94 -2.26 -0.846 -1.09 0.248 -0.002 1.34 1.09 2.44 2.19 3.54 3.29 4.29 4.38 35.8 0.246

1000760 -4.29 -4.58 -3.15 -3.44 -2.0 -2.29 -0.849 -1.14 0.297 -0.001 1.44 1.14 2.6 2.3 3.75 3.45 4.6 4.3 35.7 0.298

1000761 -4.06 -4.33 -2.98 -3.25 -1.89 -2.16 -0.807 -1.08 0.275 -0.002 1.36 1.08 2.45 2.17 3.54 3.26 4.34 4.06 33.8 0.277

1000762 -4.1 -4.37 -3 -3.27 -1.91 -2.18 -0.818 -1.09 0.272 -0.001 1.36 1.08 2.46 2.18 3.55 3.27 4.37 4.09 35.7 0.273

1000763 -4.22 -4.48 -3.1 -3.36 -1.98 -2.24 -0.855 -1.12 0.266 -0.002 1.39 1.12 2.52 2.25 3.64 3.37 4.5 4.23 36 0.268

1000764 -4 -4.47 -3.08 -3.35 -1.97 -2.22 -0.847 -1.12 0.268 0 1.39 1.12 2.50 2.23 3.62 3.35 4.47 4.20 40.3 0.383

1000765 -4.21 -4.47 -3.1 -3.36 1.99 -2.25 -0.855 -1.12 0.266 -0.002 1.39 1.12 2.52 2.25 3.64 3.37 4.5 4.23 36 0.268

1000766 -4 -4.27 -2.9 -3.17 -1.89 -2.16 -0.808 -1.08 0.274 0 1.36 1.08 2.45 2.17 3.53 3.25 4.34 4.06 35.6 0.274

1000767 -4 -4.28 -2.94 -3.22 -1.87 -2.14 -0.792 -1.07 0.280 -0.001 1.35 1.06 2.43 2.14 3.51 3.32 4.30 4.01 35.1 0.281

1000768 -4.14 -4.39 -3.02 3.27 -1.93 -2.18 -0.831 -1.08 0.259 0 1.35 1.10 2.45 2.20 3.54 3.29 4.37 4.12 40.99 0.259

1000769 -4.22 -4.48 -3.1 -3.36 -1.98 -2.24 -0.857 -1.12 0.263 0 1.38 1.11 2.51 2.24 3.63 3.36 4.5 4.23 36.33 0.263

1000770 -4.2 -4.49 -3 -3.29 -1.95 -2.24 -0.825 -1.12 0.292 0 1.42 1.12 2.55 2.25 3.67 3.37 4.5 4.2 36.1 0.295
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FREQ. DISCRIMINATOR IF BANDWIDTH IF BANDWIDTH IF BANDWIDTH PHASE NOISE
CHANNEL 1 CHANNEL 2 CHANNEL 1 CHANNEL 2 CHANNEL 1 CHANNEL 2 CHANNEL 1 CHANNEL 2
FREQ. DISC. SIGN FREQ. DISC. SIGN 3DB FREQ. PHASE AT 3DB FREQ. PHASE AT 10 HZ 10 HZ 100 HZ 100 HZ 1 KHZ 1 KHZ 100 KHZ 100 KHZ 10 HZ 10 HZ 100 HZ 100 HZ 1 KHZ 1 KHZ 100 KHZ 100 KHZ IMON OUT IMON OUT

SERIAL # WORKING WORKING WORKING WORKING KHZ 3DB DEG. KHZ 3DB DEG. MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE PHASE MAGNITUDE MAGNITUDE

1000756 Y Y Y Y 20.8k -394 22k -35 7.19 -179 7.3 -181 7.4 -189 -34 -951 7.23 -179 7.1 -179 7.25 169 -40 -707 520 490

1000757 Y Y Y Y 22k -395 22k -35 7.54 -179 7.49 -181 7.49 -190 -42.1 -1000 7.7 -179 7.68 -179 7.73 169 -39 -645 520 560

1000758 Y Y Y Y 22.9k -395 25k -56 6.58 -179 6.73 -180 6.81 -189 -36.5 -1000 6.8 -168 6.97 -0.975 6.9 -9 -33 -772 456 550

1000759 Y Y Y Y 22k -37 22.9k -215 6.59 -179 6.89 -180 6.85 -189 -40.5 -600 6.8 -168 6.99 -0.975 6.9 -9 -33 -772 505 556

1000760 Y Y Y Y 25k -56 22.9k -395 6.76 -179 6.98 -178 7.0 -169 -41.6 -635 7.19 -179 7.25 -180 7.23 -190 -41 -995 732 446

1000761 Y Y Y Y 22.9k -36 22.9k -395 7.14 -180 7.22 -179 7.32 -170 -41.7 -682 6.98 -179 6.93 -180 7 -190 -43.1 -115 501 700

1000762 Y Y Y Y 25k -55 22.5k -35 6.63 -178 6.72 -179 6.78 -170 -33.2 -583 6.38 -179 6.45 -179 6.41 170 -39.6 -656 456 476

1000763 Y Y Y Y 22.9k -35 22.9k -35 6.78 -179 6.88 -179 6.93 -170 -40.5 -665 6.85 -179 6.88 -179 6.9 169 -39.3 -658 486 579

1000764 Y Y Y Y 22.9k -36 22.9k -35 6.7 -179 6.89 -180 6.91 -170 -40.2 -621 6.77 -179 6.98 -178 6.82 169 -25.1 -620 511 544

1000765 Y Y Y Y 22.9k -395 25.1k -415 6.3 -179 6.22 -181 6.2 -190 -40.5 -999 6.6 -179 6.6 -181 6.55 -180 -50 1000 487 615

1000766 Y Y Y Y 22.9k -397 22.9k -35 6.75 -179 6.7 -180 6.6 -190 -40 -1000 6.2 -179 6.3 -179 6.27 169 -39.7 776 523 460

1000767 Y Y Y Y 22.9k -395 22.9k -35 6.56 -179 6.71 -180 6.68 -189 -47.3 -977 6.8 -180 6.9 -179 6.9 170 -42.8 -652 692 497

1000768 Y Y Y Y 22.9k -395 22.9k -35 6.55 -179 6.70 -181 6.65 -190 -41.2 -682 6.6 -179 6.91 -178 6.35 171 -40.5 -668 493 460

1000769 Y Y Y Y 22.9k -35 22.9k -35 6.5 -179 6 -178 6.47 -170 -25.5 -483 6.5 -179 6.6 -178 6.5 169 -40 -654 450 474

1000770 Y Y Y Y 22.9k -35 22.9k 32.9 6.99 -179 6.94 -178 7 -169 -40.2 -663 7.12 -179 7.1 -178 7.1 169 -33.4 -632 462 592
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